Modification of an analgesy meter for paw-pressure antinociceptive testing in neonatal rats.
A modification to a commercially available analgesy meter is described. This modification provides more consistent responses when studying antinociception in neonatal rats using the paw- or tail-pressure tests. The modification is simple and inexpensive and will be especially useful for developmental studies.